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PURPOSE: 

Supplemental instructions for the New TX key / Model 2008T hemodialysis machine with 

functional software version 2.13 or 2.22. 

 

 

SCOPE: 

The New TX key is used to clear the system parameters before a new treatment is initiated.  

The 2008T Operator’s Manual (490122) has instructions regarding the correct use of this 

feature.  Please refer to Chapter 3 “Setting Treatment Parameters” on page. 50.  Page 2 has an 

image of this page. 

 

In this supplemental instruction, we would like to draw your attention to the existing 

Operator’s Manual instructions and offer additional information about how to recover if the 

wrong key is pressed after New TX key. 

 

Disappearing Cursor Symptom 

Pressing the New TX key before or after starting a dialysis treatment, in any dialysis screen 

causes a message to be displayed on the 2008T display screen: Reset Treatment? Press 

Confirm or Escape. 

 

The user must respond to the message by pressing either the Confirm or Escape key.  

 

If, however, the user presses the Reset key, the message will be cleared from the screen and 

the machine will continue to wait for either the Confirm or Escape key to be pressed.  

Confusion may result because the cursor is “hidden” (as it always is during data entry) and the 

user is not reminded of the need to press either the Confirm or Escape key. 

 

If this happens, pressing the Confirm or Escape key once, even if the cursor is not displayed, 

will return the cursor to the screen. 

 

 

Unresponsive Confirm Key 

Pressing the New TX key in the Select Program screen with the concentrate connectors out 

causes the cursor to be hidden temporarily (with no message).  Pressing the Confirm key will 

display the Confirm Concentrate screen with the cursor.  After confirming concentrate, the 

cursor is visible and responsive but you will not be able to select another screen. 

 

If this happens, return the concentrate connector to its rinse port momentarily and reconnect to 

the concentrate source to continue with preparation for dialysis. 
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