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TOL ON ANGLES ±0.5

2 PL 0.01, 3 PL 0.005
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CONTROL CONSOLE
160070 or 160142

TOP MID LOW 25-GAL

150443

25-GAL CABLE - 160110

LOW LEVEL (EMPTY) SENSOR CABLE - 160114

MID SENSOR CABLE - 160115

RECIRC PUMP CABLE - 160084

TRANFER/SPRAY VALVE CABLE - 160086

FILL VALVE CABLE - 160085

DRAIN VALVE CABLE - 160087

G79-000-07

150443

150443

25-GAL SENSOR

LOW LEVEL SENSOR

MID LEVEL SENSOR

TOP LEVEL SENSOR

TRANSFER VALVE

RECIRC PUMP
G79-000-33

G79-000-40
FILL VALVE

POWER SWITCH / PLATE

DRAIN VALVE
150445

MIX MOTOR
G84-001-24

MIX MOTOR CABLE - 160083-01

150440

363029-05 or 363029-09 / 260068
INTERNAL PWR CBL - 160088

UPPER SENSOR CABLE - 160113

CONNECTOR DETAIL
FILL VALVE TRANSFER VALVE

CONNECTOR DETAIL

POWER FILL DRAIN TXFR MIX PUMP

NOTES:
1.)  REFER TO FIGURE'S 1 - 4 FOR WIRING OF FILL VALVE, TRANSFER VALVE, MIX MOTOR, AND 
      RECIRC. PUMP.
2.)  ATTACH STRAIN RELIEF P/N 368016-05 AND NUT 332020-03 TO FILL VALVE CABLE (P/N 160085)
      BEFORE ATTACHING FILL VALVE CONNECTOR.
3.)  CONNECT MIX MOTOR CABLE TO THE TWO TABS IN THE MOTOR HOUSING.
4.)  REMOVE AND DISCARD FACTORY INSTALLED WIRING FROM RECIRC. PUMP HOUSING. 
      CONNECT THE RECIRC. PUMP CABLE TO THE TWO .250" TABS IN THE RECIRC. PUMP HOUSING.
5.)  THIS DIAGRAM SHALL BE USED FOR EITHER THE DISSOLUTION UNIT ASSEMBLY, P/N G97-283-04,
      AND HYDRAULIC ASSY, DISSOLUTION UNIT, P/N G97-283-02 OR 132 DRY ACID DISSOLUTION UNIT,
      ASSY, P/N 160138.

POWER SWITCH - 363029-05

1

SWITCH PLATE - 260068
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POWER CORD - 160089
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PIN 1 - BLK
PIN 2 - WHT
PIN 3 - NC
GND - GRN

PIN 1 - BLK
PIN 2 - RED
PIN 3 - WHT
GND - GRN
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POWER SWITCH - 363029-09

1

SWITCH PLATE - 260068

1
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FIGURE 5 - FOR USE WITH THE 132 DRY ACID DISSOLUTION UNIT, ASSY P/N 160138

Figure 6 - FOR USE WITH THE HYDRAULIC ASSY, DISSOLUTION UNIT, P/N G97-283-04

06/03/14 06/05/14 H. GARRIDO L. PANTOJAUPDATE NOTES.  ADD PN 160142 TOE CN049833
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FIGURE 3 FIGURE 4

CONTROL CONSOLE.
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